Prosthesis Maintenance

Gel Liners/Sleeves:


Gel Liners should be washed daily with a very mild soap(Ivory, Dove, unscented) and rinsed thoroughly to remove any soapy residue


On a weekly basis, the gel liner and sleeve can be disinfected with a mixture of rubbing alcohol and water

Socket System:

The inside of the socket can be disinfected and wiped out with a mixture of rubbing alcohol and water

Vacuum Systems:

Special care is needed for each of the vacuum [image: image1.jpg]


systems.  Flushing of the system is needed on a regular basis.  Please see your prosthetist for specific instruction for your system. 
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